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fastGEN kit mixing 
instructions

Steps

Enter total pool volume.

Enter CT values   for each sample in the columns of the corresponding kit. The resulting 
volume is adjusted according to the CT value – at higher CT values, the volume is increased. 

Pipette the volumes displayed in the blue columns.

The table is used to calculate the volumes of the individual fastGEN kits to be mixed. 
The table calculates volume per each sample based on the kits volume ratio.

Notes

BioVendor – Laboratorní medicína a.s.

Karásek 1767/1, 621 00 Brno, Czech Republic

info@biovendor-mdx.com

www.biovendor.com

F
O

L
L

O
W

 U
S

B
IO

V
E

N
D

O
R

.G
R

O
U

P
Table calculates volume only for samples  
and columns with entered CT value.  
In the case you do not want to enter CT values,  
it is necessary to enter minimum value of 1.
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